


Activate the liquid topical skin adhesive by twisting the connector containing the applicator tip
onto the tube to break the sterile seal (Fig. 7). DO NOT OPEN ADHESIVE UNTIL READY TO APPLY.

While holding the tube in a horizontal position, squeeze the tube at the “X” near the crimped end
to release the pressure and air from the tube (Fig. 8). Activate the adhesive by pointing applicator
X X . X . i Twist tip onto tube
tip down and expressing three drops onto a surgical drape (Fig. 9). Now that adhesive is flowing
from applicator tip, continue squeezing and applying pressure to the tube while painting the
surface of the mesh, including slightly off the mesh to the surrounding skin, until the entire mesh

surface is fully covered (Fig. 10).

In the event the glue runs out before fully covering the mesh and surrounding skin, simply open

Express air
another tube of adhesive that is supplied in the package and follow Steps 8 and 10.
Once complete coverage is achieved, do not touch any part of the mesh or surrounding skin for
approximately 60 seconds.
After 60 seconds has past, lightly touch the surface with a clean gloved finger to ensure the Express three drops
adhesive has fully polymerized/dried before applying any other dressing or covering of any kind
(including gown or sheet) (Fig. 11).
Mesh should remain in place on the patient up to 14 days after application with proper aftercare.
Apply adhesive

NOTE: DO NOT APPLY A SECOND COAT OF ADHESIVE TO MESH PATCH WITH ADHESIVE.
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